Quantitative analysis of serial ECG records is the most challenging requirement for computer electrocardiography.
Introduction
A growing number of occasions and increasing accuracy requirements put new demands on serial comparison of ECGs. By serial comparison we mean in the context of this paper both: comparison of consecutive recordings, .taken, e.g., before and after specific cardiologic tests (Tilt test, PTCA), during a drug study or in long term monitoring of therapy effects, and also comparison of single beats within one ECG recording.
Influential factors in serial comparison of ECG records are the usually slightly different locations of lead placement, unknown positional changes at the various recordings and often differences in heart rate. Also, different equipment performance with different filter settings may be involved.
First attempts to perform serial comparison of beats (Beat to beat variability BBV) and of vector cardiographic recordings have been reported, for instance by Fischmann [I] 
2.

Methods of serial comparison within Hannover ECG System
Comparison for clinical routine
An interesting approach has been published by Pipberger [2]. Using a classification scheme based on the Bayesian likelihood ratio he did, e.g., calculate for a three (diagnostic) groups model (e.g. NOR., HYP., MF.) the allocation probabilities for each category. The three probabilities were then be graphed as one point in a triangular grid. The perpendicular distance from the point inside the equilateral triangle to a side of the equi-lateral triangle is proportional to the probability level. The sum of the three perpendicular distances to the three sides must he constant since the underlying model assumes to be exhaustive and mutual exclusive for the three categories. Location and movement of the "characteristic" diagnostic point within the triangle displayed very effectively success of a therapy or progress in the development of a disease in long term . . On the left hand side of 6g.l recording date and the Representative Cycles are printed. In the next column the diagnostic allocation -most left = definite Normal, most right = definite Abnormal (P) is marked (+). The third column would show the number of extra systoles and the most right column depicts a marker (=) for the heart rate of the analysed 10s record. Both of the described display modes make possible a quick and easy qualitative understanding of serial record analysis results. However, graphical plots are not SURcient if quantitative effects need to be assessed. Table 1 shows the key measurements of VCGs from figure 1 (one healthy male). Each record did have a length of 10s. The records were taken during a study from a number of healthy males to get estimates for VCG variability within a period of approximately one month.
monitoring.
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Assessment of quantitative changes in serial recordings
To exclude variability &om electrode displacement the electrode locations were marked and the records were taken in the morning approximately at the same time.
There are a couple of remarkable observations: (1) The vector magnitude (R-Max as well as all other amplitudes) have coefficients of variation 6.4 -13.4%.
(2) The QRS elevation is relatively stable (STD=1.9') (3) The largest relative variability has been found in the T-wave. The coefficient of variation reaches 13.5% and the largest T-amplitude difference between two records exceeds 300 pV. The variability shown here is smaller than in recordings where, e.g., the electrode location and other experimental parameters are monitored less carefully. Also the BBV needs to be considered. Each ECG measurement should consist of the mean value accompanied by it's standard error for estimation of confidence intervals. This is of outmost importance, for correct statistical testing when serial recordings are to be compared in clinical studies or therapy monitoring. To support this we have added to the HES-ECG analysis programs features that allow to evaluate the BBV and to provide the standard errors for a set of selectable parameters. This is illustrated in figures 3 and 4 (next page).
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Summary and conclusion
Quantitative analysis of serial ECG records is the most challenging requirement for computer electrocardiography. Many factors introduce ECG variability. For all relevant measurements the determination of coniidence intervals should be made possible. To the authors knowledge so far only Lehtinen et al. [9] have given, e.g., for ST-T measurements mean values with standard error figures which are necessary to perform meaningful statistical testing
For narrowing confidence intervals of ECG measurements a consideration of the Student t distributions (see fig. 5 ) give some useful practical hints: at 5-7 degrees of freedom (6-8 averaged beats, respectively) the t values become small and rather "stable". In other words if two measurements of ECG records are to be compared they should be based on at least 6-8 beats. The new features embedded within the HES ECG analysis program provide now the results which support appropriate statistical testing of serial ECG recordings
